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OPERATION 


I >320A~ 


PROBE OUTPUT: 1mA~ PER AC AMP 


PROBE OUTPUT: 1mA~ PER AC AMP 


OPERATION 
I >320A~ 


Specified Range: 
1A-600A, 50-100 Hz 


Useable Range: 
0.1 A-2000A, 30Hz-10 kHz 
5 sec max above 600A 


Division Ratio: 1000:1 


Max Conductor Size: 
5 cm (2") 


Working Voltage: 
750V ac rms max 
? =? NOTE: 
Check fuse if 
reading is zero. 


